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DISCLAIMER OF LIABILITY 

PULSE BIOMEDICAL INC. MAKES NO WARRANTIES, EITHER EXPRESSED OR IMPLIED, REGARDING THE 
QRS-Card Cardiology Suite ITS MERCHANTABILITY OR ITS FITNESS FOR ANY PARTICULAR PURPOSE, 
WITH THE EXCEPTION OF ANY LIMITED WARRANTIES WHICH ARE DISCLOSED IN THIS MANUAL.  THE 
EXCLUSION OF IMPLIED WARRANTIES IS NOT PERMITTED BY SOME STATES.  THE ABOVE EXCLUSION 
MAY NOT APPLY TO YOU.  THIS WARRANTY PROVIDES YOU WITH SPECIFIC LEGAL RIGHTS.  THERE MAY 
BE OTHER RIGHTS THAT YOU MAY HAVE WHICH VARY FROM STATE TO STATE.  

CAUTION:  

*  Federal Law restricts this device to sale by or on the  order of a  physician. 

*  Use the QRS-Card  device under the direction of a physician.  The Operator should read and 
thoroughly understand the manual before use. 

*  The intended use of this device is for Patients undergoing ECG Testing, ST Segment Testing, or 
ECG Stress analysis.  The intended locations for use are in a physician s office, hospital exercise 
rehabilitation facilities, or similar areas. 

WARNINGS 

1. ISOLATION TRANSFORMER: It is required that all equipment attached to the patient be electrically 
isolated.  An Isolation Transformer is needed to isolate the computer and the operator from the AC main for 
safety purposes. 

2. QRS-Card

 

ECG device must be at least 6 feet away from the computer.  

3. PACEMAKER PATIENTS: The QRS-Card

 

hardware and software does not provide or detect pacemaker 
pulses.  Do not rely on the   QRS-Card

 

output or the heart rate meter for Pacemaker patients during 
cardiac arrest.  Pacemaker patients must be closely observed. 

4. LOW BATTERY: If the QRS-Card System is used with a battery operated computer, the low battery 
indicator warning of the computer must be checked before using the system on any patients. 

5. PROPER ELECTRICAL GROUND: Proper electrical grounding to the AC lines is an absolute necessity for 
acquiring noise-free ECG recordings.  

6. PATIENT DATA BACKUP: It is important for users to backup their patient ECG data regularly.  In the case 
of accidental hard disk data loss, backup data can be restored to the hard disk. 

7. MODEM USAGE DURING ELECTRICAL STORMS: For patient's safety during Electrical Storms, the 
telephone line to the modem and the patient ECG cable should NOT be hooked up at the same time. 

8. SCREEN SAVER software programs which blanks the computer screen must not be used while the QRS- 
Card ECG system software is running. 

9.  Use the QRS-Card

 

STWIN software as stand-alone software.  Do not run multiple software applications 
simultaneously under Window 98/2000 while running the STWIN software. 

10. UL Listed PC computers must be used for noise-free recording of ECG s. 

11. Do not use this device in areas where flammable, explosive, or anesthetic agents are used.  The device is 
not intended for use during anesthesia. 

12. Due to the shock hazard that can exist within the PC when the cover is removed, only qualified service 
personnel should perform service.  Never use extension AC power cords with the PC computer, chassis 
leakage current may increase. 

13. In case of ECG leadwire replacement, use ONLY Pulse Biomedical recommended ECG lead wires. 

14. Erratic and/or non-rhythmic heartbeats, or artifacts can result in inaccurate ECG readings. 

15. ECG lead changes during measurements can cause artifacts that can result in inaccurate readings. 

16. Changing patient positions (e.g. supine, sitting, etc.) during measurements can cause artifacts that can give 
inaccurate readings. 

17. Choose an ECG lead other than V5 for patients experiencing cardiac occlusion. 
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18. Use during fibrillation or with cardioplegic agents will result in artifacts that can result in inaccurate readings. 

19. For better measuring results, select the optimum signal/lead for monitoring. 

20. Avoid nearby electrical noise sources, if possible. 

21. If questionable readings are obtained, re-check the patient's cardiac rhythms by an alternate means before 
administering any medication.    

22. Routinely inspect cables/leads assemblies for cracks, holes, tears, cuts, etc. that could present problems to 
the system.   

23. Secure the PC Monitor with the computer on the cart (if used) so that it does not tip over. 

24. Consult the PC Monitor book for proper connection between the computer and the monitor. 

25. Operation of the computer under low mains voltage conditions is established by the user's computer choice.  
Use only UL listed computers to avoid this potential problem. 

26. If the QRS-Card

 

fails, please refer to the troubleshooting section in the user manual. 

27. To acquire good quality ECGs, only use AAMI EC-12 approved electrodes. 

28. Before cleaning the QRS-Card , disconnect it from the PC. 

29. To clean the QRS-Card uses warm soap and water and surface disinfectant only.  Do not immerse the QRS-
Card

 

in the cleaning solution. Permanent damage to the QRS-Card

 

may occur.   
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IMPORTANT NOTICE 

Acquiring good quality ECGs depends upon: 

1. ECG equipment (quality of equipment) 
2. ECG technician (operator experience) 
3. Patient (patient electrode preparation) 
4. Environment (low electrical interference)  

PBI has provided you with a high quality QRS-Card ECG device.  When the QRS-Card is used in conjunction 
with a computer to acquire ECG data from a patient: 

1) It is important that the computer you are using with the QRS-Card be of high quality with low electrical noise 
generation.  If you have not purchased your computer system from PBI or do not have the list of approved low-
noise computers in the marketplace, please call us for assistance. 

2) It is important that the Electrical Ground to the AC mains be properly grounded and in good working order. 
3)  It is important that no electrical noise be generated by any equipment in the vicinity of the QRS-Card ECG 

machine.  

PBI has tested your QRS-Card for the best ECG performance.  If during a patient ECG you find electrical noise in 
the signal, please check the following before calling PBI s technical support line: 

a. Check that the patient is properly prepared and the lead connections are tightly installed. 
b. Check the ECG environment to see if there is other electrical equipment present that may be creating the 

electrical noise. 
c. Check your computer brand and model to make sure they are from an approved manufacturer.  

Electrical noise can be controlled if the above noise detection steps are investigated and corrected.  

For any further help, please send email at support@qrscard.com

  

or call Pulse Biomedical Inc. at 610-666-5510. 
Before calling PBI please note down the  

serial number and PID of your QRS-Card
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Pulse Biomedical, Inc. 
Corporate Summary 

Pulse Biomedical, Inc. (PBI) is a manufacturer of computer based electrocardiogram (ECG) products.  PBI is located outside 
Philadelphia, Pennsylvania, USA.  PBI designs, develops, manufacturers, and markets both the hardware and software 
components of a twelve-lead, diagnostic quality ECG device for use with an IBM compatible personal computer. The company 
received FDA clearance to market its Resting, Stress and Holter QRS-Card Cardiology Suite.  

During the initial years, PBI invested in research and development while establishing a corporate presence in the ECG 
marketplace through exhibiting at the American Heart and the American Cardiology conferences.  The initial product consisted 
of a separate card that was inserted into the PC with DOS based software running in the PC.  Through R&D, the product (QRS-
Card ) has evolved to an external hardware module about the size of a small cellular phone with communication to the PC via 
the serial port, USB Port or Bluetooth wireless Interface.  The system is a fully integrated true 32 bit Windows® XP/2000 
product (Beta version of Windows CE Pocket PC ECG Software is also available)  

In addition to the current Resting ECG, Stress ECG and Holter ECG the company is now developing software for signal 
averaged, high resolution ECG, Ambulatory BP and Spiromety.  PBI s Resting, Stress and High Resolution ECG use the same 
QRS-Card hardware components.  PBI owns all proprietary hardware design and has complete ownership to the source code 
for its software including its own Automatic ECG measurement algorithms, Automatic ECG Interpretation algorithms, high-
resolution signal averaging algorithms and Holter ECG analysis algorithms.  

PBI sells its products through independent dealers on a worldwide basis.  In addition to the U.S. FDA clearance, the QRS-
Card product is approved in Japan, China, and has the current European CE mark. The company has sold its products on an 
OEM basis to a number of companies including Ergoline (exercise bicycles), Jaeger/Viasys (pulmonary stress) and Oxford 
Instruments in Europe, and for use with catheter laboratory products by EP Medical and by Cortet in the U.S.  PBI has licensed 
its technology to Intermedics for use with their new pacemaker programmer.  The company works closely with its OEM 
customers and in particular, has integrated its stress product very closely with the Viasy in pulmonary stress product (Oxycon ).   

QRS-Card is currently used in more than 50 countries around the world.  

The key persons at PBI are:   

     Saleem Hasan,    President 
     Benjamin Bailey, Ph.D.  Vice President R&D Software 
     Robert Goodrich,    Vice President Operations 
     Kevin Kimmel,   Controller  

Pulse Biomedical, Inc. can be contacted at 610-666-5510,  fax at 610-666-5630, or   email at info@qrscard.com.  The web site is:  
http://www.qrscard.com or ftp//ecgusa.com

 

http://www.qrscard.com


PBI                                                                            User Guide  Draft 1a 

QRS-Card Cardiology Suite 4.0   

6

6

TABLE OF CONTENTS  

Main Software Screen        8  

System  Setup  
QRS-Card Cardiology Suite 4.0 Overview     10   

QRS-Card Cardiology Suite components and Assembly   10   

QRS-Card Cardiology Suite 4.0 Software Installation   12  

QRS-Card Cardiology Suite Tutorial      13  

Quick Start  
Resting ECG         14  
Stress ECG         16  
HiRes ECG         18  
Holter ECG         19  
ABPM          20  

Resting ECG  
Resting ECG         21  
Starting Resting ECG        22  
Viewing a Resting ECG       24  
Printing Resting ECG        27  
Resting ECG Setup        28  

Stress ECG  
Stress ECG         30  
Starting a Stress ECG        31  
Viewing a Stress ECG       34  
Printing Stress ECG Reports       37  
Stress ECG Setup        38  

HiRes ECG  
HiRes ECG         41  
Starting HiRes ECG        42  
Viewing HiRes ECG        43  
Printing HiRes ECG         44  
HiRes ECG Setup        45  

Holter ECG  
Software Installation        47  
Download Holter Data       48  
Screens Overview        50   

Trace Information       50   
Beats         52   
Episodes        53   
Strips         54   
ST Table        55 



PBI                                                                            User Guide  Draft 1a 

QRS-Card Cardiology Suite 4.0   

7

7  

Rhythm        56   
Superposition        57   
Summary        58   
HRV         59   
Reports        60   
Configure Templates       61   
Configure Episodes       62   
Blood Pressure       63  

Lesson   
Reclassify Single Beat      64   
Reclassify Multiple Beats      65   
Reclassify Episodes       66   
Reclassify Multiple Episodes Using RR Interval Histogram  67   
Reclassify Multiple Episodes Using Trend Screen   68   
Deleting Episode of one Event type     69   
Strip Selections       70   
ECG Edit Windows Functions     71   
Editing Rhythm Data       72   
View/Hide Rhythm Edit Screen     73   
Superimpose Screen Functions     74   
Summary Screen Functions      75   
HRV Screen Functions      76  

Ambulatory Blood Pressure  
Download Data        77  
View ABPM data        79 
Print ABPM reports        80   

Appendix  

Hardware setup         82  
Resting ECG  
Stress ECG  
HiRes ECG  
Holter ECG  
ABPM  

Patient Demographics        84  

Stress Protocol   
Introduction         88  
Defining a new protocol       90  
Updating a protocol        93  

Stwin Reporting System        95  

HiRes ECG          100 



PBI                                                                            User Guide  Draft 1a 

QRS-Card Cardiology Suite 4.0   

8

8

MAIN SOFTWARE SCREEN  
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MAIN SOFTWARE SCREEN  

QRS-Card Cardiology Suit Software Master screen is divided into following sections:  

1. Pull Down Menu Selection for various items (File, Utility, Logs and Help) 

2. Buttons to QUICKLY access Test or to obtain Help (Resting, Stress, HiRes, Holter, AMPB, 
Spriometry & Help) 

3. Folders for Patient Names and Test Database 

4. Patient Database tools (Search, Open, Print, Email, Add New Patient, Delete Patient) 

5. Test Report Preview 

Database Tools: 

Sort Test 
The ECG Tests can be sorted

 

by name , patient ID or date acquired by clicking on the respective buttons 
(Partial name or date sort can be typed in the empty space between the database listing and the tool bar 
buttons)  

To sort Tests by Name, from the toolbar press.   

To sort Tests by patient ID, from the toolbar press.   

To sort Tests by Date, from the toolbar press. 
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Open Test 
Use the Open Test command to retrieve a previously saved Test from the QRS database.  After selecting test, The 
Open Test command can be executed as follows:  

From the toolbar press.  

Print Test 
Use the Print Test command to save and print the selected ECG Test to the QRS database and local printer.  The 
Print Test command can be executed as follows:  

From the toolbar press.    

Mail Test 
The Mail Out option allows the user to E-mail ECG Test.   

From the toolbar press.    

ADD NEW PATIENT  
To Add a Patient ahead of time and before patient test is started execute following command:  

From tool bar press    

Delete a Patient 
Highlight the patient or the test to be deleted from the database the execute the following command:   

From tool bar press        

Note: To quickly search for a Name, ID or Date in a large patient database, type partial name, ID or data to jump 
to the closet match. 
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System Setup  

QRS-Card Cardiology Suite 4.0 Overview  

The QRS-Card Cardiology Suite is a state-of-the-art ECG device(s) which when interfaced to an IBM ® compatible personal 
computer converts the computer into a highly sophisticated Cardiology Suite (Resting ECG, Stress ECG system, Holter ECG, 
Ambulatory Blood Pressure Measurement and Spirometry System).  Physicians can run Resting, Stress, Holter, Blood Pressure 
and PFT tests on patients using a standard Desktop or a notebook computer.  Results of the tests can be viewed on the computer 
color screen and can be printed automatically (or on demand) at any time during a test.  The results of the tests can be saved on 
the computer hard disk for future referral or report generation purposes.  

The QRS-Card Cardiology Suite is programmable for treadmill and Ergometers controls.  Input of blood pressure can be 
performed automatically (screen prompts or direct interface to BP device) at predefined intervals.   

QRS-Card Cardiology Suite Components and Assembly: 

Depending on the total number of Cardiology Suite Modules you have purchased includes the following hardware and software 
components:  

Resting and Stress ECG System 

1. QRS-Card  ECG device  

2. ECG Patient Lead Wires 

3. QRS-Card data cable (USB or Serial) 

4. QRS-Card Cardiology Suite Software CD 

5. User s Guide 

6. Quick Reference Card 

7. USB Security Key with Product ID Number (PID) 

* For Hardware Installation and Setup see Appendix X 

Holter ECG System 

1. Holter Recoder  

2. Hoter ECG leadwires 

3. Holter Recorder Pouch 

4. Holter recorder data cable (or flash memory card reader) 

5. QRS-Card Cardiology Suite Software 

6. User Guide 

7. Quick Reference Card 

8. USB Security Key with Product ID Number (PID) 

* For Hardware Installation and Setup see Appendix X 

Ambulatory Blood Pressure 

1. Ambulatory Blood Pressure Recorder 

2. Blood Pressure cuff 

3. Recorder Carrying pouch 

4. Data cable (serial or USB) 

5. QRS-Card Cardiology Suite Software 

6. User Guide 

7. Quick Reference Card 

8. USB Security Key with Product ID Number (PID) 

* For Hardware Installation and Setup see Appendix X  
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Spirometry 

1. Spirometer 

2. Disposable Mouth Piece 

3. Data cable (Serial or USB) 

4. QRS-Card Cardiology Suite Software 

5. User Guide 

6. Quick Reference Card 

7. USB Security Key with Product ID Number (PID) 

* For Hardware Installation and Setup see Appendix X 
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QRS-Card Cardiology Suite 4.0 Software Installation 

The first time you use the system, you need to install the QRS-Card Cardiology Suite software by using the Setup file on the 
QRS-Card Cardiology Suite software CD.  Once the software is installed, you will be able to use the QRS-Card 
Cardiology Suite for Resting, Stress, Holter, Ambulatory BP and Spirometry.  It will take approximately 3 to 5 minutes for all of 
the directories to be created and for all of the files to be copied to your computer hard disk. 

In order to install the QRS-Card Cardiology Suite software, the following steps are required:  

1. Switch on and boot up your computer with Windows XP or Window 2000. 

2. Insert the QRS-Card Cardiology Suite software CD into the CD drive. 

3. Follow the instructions on the screen 

4. Once the installation is complete, you are ready to start using your computer for Resting ECG, Stress ECG, Holter 
ECG, 24 hour BP and Spirometry . 

NOTE:  1. Write down the Product ID (PID) of your QRS-Card  ECG device written on the USB Security Key and 
also on the back of your QRS-Card (or provided by dealer or distributor). For Demo software Tutorial the PID is 0001-0001-
2000-DEMOU .  

2. For Hardware hookup and setup please see appendix XX   

Product License and Registration Screen  

Register
Name

Company
PID (Product ID)

Serial Number (SN)
Modules Activated
       (Bought)

License - Registered

Press "CTRL F1"    or   Select from pulldown menu "HELP" then "About" 
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TUTORIAL  

QRS-Card Cardiology Suite Software    

In order to help Users to get familiar with full functionality of the software PBI has 
provided a ECG Simulation Driver QRS Demo with the QRS-Card Cardiology Suite 
software.  Once this driver is installed properly QRS-Card Cardiology Suite Software 
can be used with all its functions including ECG Data Acquisition, saving and printing.    

This DEMO ECG SIMULATION is an excellent way to get familiar with the STW QRS-
Card Cardiology Suite Software before performing Resting and Stress ECG on real 
patients.  

In order to install this demo ECG Simulation driver perform the following:  

   - Select  File/Resting/Setup/ECG Acquisition/Recorder

 

   - Select the QRS Demo ECG Simulation Driver 
     (When done with the demo program change this driver back         

to QRS-Card )  

After the selection of the ECG demo simulation driver STWIN software is ready to be 
used with its full functionality.    

WARNINGS 
When ready to acquire real ECG data from Patient using QRS-Card device DO NOT FORGET to change the 
ECG acquisition driver back to qrscard..adv
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Quick Start ----------------                       -------------------- RESTING ECG   

1. Connect QRS-Card ECG machine to your computer USB port (or serial port).  
(See Appendix X for more help) 

2. Start QRS-Card Cardiology Suite Software on your computer 
(Assuming that the QRS-Card Cardiology Suite Software has already been installed on your computer) 

3. Perform one time Setup for your Resting ECG  
( File/Resting/Setup or Press CTRL F2 . See Appendix X for more details) 

4. Press Resting ECG button (or Hot key F2 ) on the Main Software Screen 
5. Type in Patient demographic data  

(if Setup screen is displayed then press OK to go to patient demographic data input) 
6. Press OK button to start acquire Resting ECG 
7. ECG report will be printed manually or automatically  

(Auto or Manual print depends upon printing preference under Resting Setup)   

Save Strip
If not Auto Save

Print ECG
If not Auto Print Finish Test

If not Auto Save

ECG
Measurements

Heart
Rate

Blood
Pressure

Resting ECG Acquisition

R
esting E

C
G

 A
cquisition  

Resting DataView

Patient
Data

ECG
Data

Tabular
Data

Reports Help
Heart
Rate Blood Pressure

R
esting D

ataV
iew
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Resting ECG Flow Diagram   

C

A.  Press Resting Button to Start a Test

B.  Enter Patient Demographic data

C.  Auto or Manual Print Test Report

Easy Steps To Perform Resting ECG

SETUP FOR AUTO PRINT:
For Auto Report Print to work:
    a. Printer MUST be attached to the computer
    b. Under Resting/Restup (CTL+F2)
            i) Print ECG Report Must be checked off
           ii) Type of Report 
              (e.g 12 Lead Standard) must be selected

 

MANUAL PRINT of reports can be done:
  a. From Main Menu
      - Select a desired Patient/Test
      - Press Print Button
      - Select Type of Report (s) to Print
  b. View / Edit / Typing of Notes/comments
       - From Main menu Select a desired Patietn/Test
       - Press Open/View Test Button
       - View Test / Type Notes
       - Press Print Button
       - Select Type of Report to Print

 

AUTO PRINT

MANUAL PRINT

Must be defined
in Resting Setup

Multiple Style Reports
Print Report (s)

View Saved Test

View / Type Notes 

List of Saved Tests

A

B

Start Resting Test

Enter Patient Data

C    

     Task performed during a Resting ECG 

Save Strip Print ECG Finish Test

Save Strip Print ECG
on Demand

Single Style Report

Finish
Test

Only When No Auto Save

If No Auto Save 
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Quick Start  ---------------------                             -------------------  STRESS ECG  

1. Connect QRS-Card ECG machine to your computer USB port (or serial port).  
(See Appendix X for more help) 

2. Start your QRS-Card Cardiology Suite Software on your computer 
(Assuming that the QRS-Card Cardiology Suite Software has already been installed on your computer) 

3. Perform one time Setup for your Stress ECG  
( File/Stress/Setup or Press CTRL F3 )  
See Appendix X for more details 

4. Press Stress ECG button (or Hot key F3 ) from the Main Software Screen 
5. Type in Patient demographic data  

(if Setup screen show then press OK to go to patient demographic data) 
6. Press OK button to start acquiring Stress ECG 
7. ECG report will be printed after the completion of the Stress Test  

Stress ECG - Acquisition

Advance 
Stage

Begin
Recovery

Enter
BP

Save
Annotate

Strip

Demand
Print

Pause
Protocol

Finish
Test

AVERAGE
COMPLEX

12 LEAD RHYTHM

ARRHYTHMIA / RHYTHM

TREND
HR, BP, ST
SPEED/ELEV

Protocol    
Phase

(Pre, Exercise,
or Recovery)

Stage
Speed

Elevation
METS

Phase Time
Stage Time

Heart Rate Target HR
Reference,85%,100%

BP
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G
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